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1,  INTRODUCTION 


The  most  widely  accepted  measure  of  the  performance  of  any  imaging  optical  system  is  the 
optical  transfer  function  (OTF).  The  OTF  is  made  up  of  two  functions  namely,  the  modulation 
transfer  function  (MTF)  and  the  phase  transfer  function  (PTF),  which  are  simply  defined  as  the 
modulation  and  phase  of  the  image  of  an  sinusoidal  input  object,  measured  as  a function  of  the 
spatial  frequency  of  the  sinusoid.  Ground-based  telescopes  provide  images  that  are  deteriorated 
by  atmospheric  turbulence,  and  the  OTF  used  to  describe  the  performance  of  the  total  imaging 
system  must  take  into  account  the  effects  of  the  atmosphere.  The  Real  Time  Atmospheric  Measure- 
ment (RTAM)  system  was  designed  to  measure  the  telescope/atmosphere  OTF  for  the  1.6-meter 
telescope  at  the  ARPA  Maui  Optical  Station  (AMOS)  atop  Haleakala  volcano  on  the  island  of  Maui,  / .go  i s 
Hawaii.  Specifically  the  instrument  was  designed  to  provide  multiple  short-exposure  >(j0  ®secon0.^ 
samples  of  the  system  OTF  using  light  from  bright  stars  for  making  the  measurement.  ' 

This  report  describes  the  RTAM  instrument  developed  by  Itek  Corporation,  together  with 
test  results. 
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2.  TECHNICAL  APPROACH 


2.1  SYSTEM  SPECIFICATIONS 

The  principal  specifications  to  be  met  by  the  RTAM  system  were  as  follows; 

1.  Provide  orthogonal  samples  of  the  two-dimensional  qjtical  transfer  function  (OTF)  (both 
modulus  and  phase)  every  8 milliseconds,  with  exposure  times  of  <10"^  second. 

2.  Provide  means  for  orienting  the  orthogonal  OTF  slices  at  any  angle 

3.  Operate  over  a wavelength  band  of  0.4  to  0.7  micrometer. 

4.  Provide  a signal-to-noise  ratio  at  the  DC  of  the  modulation  transfer  function  (MTF)  of 
>33:1  for  a first  magnitude  star  and  greater  than  3 ; 1 for  a fifth  magnitude  star. 

2.2  LATERAL  SHEARING  INTERFEROMETER 

The  system  designed  to  provide  the  OTF  information  according  to  the  specifications  was  a 
variable  lateral  shear  white  light  interferometer,  it  comprised  two  sets  of  rotating  gratings  suit- 
ably imaged  on  one  another  so  as  to  give  the  optical  equivalent  of  two  identical  linear  gratings 
lying  in  the  same  plane  and  rotating  in  opposite  directions.  The  star  image  formed  by  the  tele- 
scope (and  modified  by  the  atmosphere)  is  focused  in  this  grating  pair  at  a point  some  distance 
from  the  common  rotation  axis.  At  the  moment  the  grating  lines  on  one  grating  are  exactly  par- 
allel to  those  on  the  other,  the  cone  of  rays  formed  by  the  0,  +1  transmission  order  (0  being  zero- 
order  through  the  first  grating,  and  +1  being  one  first-order  diffracted  beam  from  the  second) 
exactly  overlap  the  -1,  0 order,  interference  will  take  place  over  the  complete  pupil.  When  the 
gratings  rotate  so  the  grating  line  directions  make  an  angle,  the  overlap  of  the  transmitted  0,  +1 
and  -1,  0 cones  is  only  partial.  Effectively  then,  two  images  of  the  telescope  are  sheared  with 
respect  to  each  other  by  rotation  of  the  gratings.  Fig.  2-1  illustrates  the  geometry  of  the  sheared 
images.  Because  the  focused  cone  is  at  a point  distant  from  the  rotation  axis  of  the  two  gratings, 
the  motion  of  one  with  respect  to  the  other  consists  of  both  rotation  and  translation.  The  rotation 
component  imparts  the  variable  shear  and  the  translation  imposes  a positive  Doppler  shift  to  one 
diffracted  order  and  a negative  Doppler  shift  to  the  other,  so  that  where  they  overlap  they  interfere 
with  a beat  frequency  of  Ziru),  where  2iru)/2  is  the  frequency  that  the  grating  lines  pass  the  focus 
point.  This  is  independent  of  wavelength  so  that  the  system  operates  in  white  light. 

Let  the  wavefront  in  the  telescope  pupil  be  represented  by  A(x,  y)  where 
A(x,  y)  « a(x,  y)  exp  [ikW(x,  y)] 

where  W(x,  y)  is  the  wave  aberration,  and  k = 2ir/X,  where  X is  the  wavelength  of  the  light. 
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The  total  flux  F(Ax)  in  the  sheared  interference  pattern  is  given  by 


yj  exp  (iwt)|  dx  dy 

= 2 JJ  |A(x,  y)  (*  dx  dy  + I exp  (-iwt)  JJ  A^x  - 
A*  (x  + -Y,  yj  dx  dy|  + [ ]* 


F(Ax) 


A (x  - 


Ax 


y)  + A(x  + 


The  function 

JJ  A(X-.AX  y)A*(x  -Ax,  y)  dx  dy  ^ ^ 

|A(x,  y)|^  dx  y L n 

is  by  definition  the  optical  transfer  function  (being  the  autocorrelation  of  the  pupil  function)  where 
T(Ax)  is  the  MTF  and  4>{Ax)  is  the  phase  transfer  function  (PTF),  thus 

F(Ax)  = 2c(l  + T(Ax)  cos  [wt  - <^)(Ax)]} 

where  c = //  |A(x,  y)  |*  dx  dy  and  represents  the  total  optical  flux  in  the  two  beams. 

Thus  the  output  of  a detector  placed  to  intercept  the  interfering  beams  is  an  amplitude 
modulated  cosine  function  whose  modulation  is  the  MTF  of  the  system  and  whose  phase  is  the 
PTF,  Envelope  detection  on  the  detector  output  therefore  gives  the  MTF  and  phase  detection 
the  PTF. 

2.3  OPTICAL  ARRANGEMENT 

The  original  c^tical  layout  of  the  RTAM  is  shown  in  Fig.  2-2.  Light  from  the  prime  tele- 
scope focus  is  collimated  by  lens  Ll  (a  lens  of  variable  position  for  fine  control  of  instrument 
focus).  The  collimated  light  passes  through  a Dove  prism  (in  a motorized  rotating  mount  for  pi5)il 
image  rotation)  and  is  refocused  by  lens  L2  and  a fold  mirror  onto  the  first  grating  Gl.  The  light 
transmitted  by  the  first  grating  is  refocused  onto  the  second  grating  by  two  microscc^e  objectives 
(L3  and  L4)  and  a K mirror  set.  Light  transmitted  by  the  second  grating  is  transferred  by  fold 
mirrors  and  focusing  lenses  to  two  photodetectors,  one  for  x shear  and  one  for  Y shear.  (The 
orthogonal  shears  are  formed  by  the  grating  structure  as  discussed  below.)  The  two  gratings  are 
attached  to  a common  rotating  shaft.  The  K mirrors  between  the  focus  images  gives  the  optical 
effect  of  having  the  two  gratings  in  the  same  plane  but  rotating  in  opposite  directions.  The  zero- 
order  beam  transmitted  by  the  first  grating  is  refocused  onto  the  second  grating  where  it  is 
diffracted  into  orders  of  which  the  zero-  and  first-orders  are  dominant.  The  order  of  interest 
is  the  first-order  from  the  second  grating  (denoted  as  the  0,  1 order),  which  interferes  on  the 
photodetector  surface  with  the  1,  0 order  (i.e.,  with  the  beam  resulting  from  the  first-order 
diffraction  by  the  first  grating,  followed  by  zero-order  transmissions  through  the  second  grating). 
These  orders  travel  in  basically  the  same  direction  to  the  photomultiplier  photocathode(s)  with 
all  other  orders  being  suitably  baffled.  As  shown  above,  the  envelope  of  the  photomultiplier  gives 
the  MTF  and  the  phase  the  PTF  of  the  atmosphere/telescope  combination  when  an  unresolved  star 
is  focused  by  the  telescope. 


Gratings 


Fig.  2-3  shows  the  grating  structure  used  to  provide  the  required  MTF  slices  in  two  ortho- 
gonal directions,  and  to  provide  the  required  output  time  and  repetition  rates.  Each  grating  disk 
consisted  of  eight  grating  sections  alternately  oriented  so  as  to  provide  diffraction  in  two  ortho- 
gonal directions.  Grating  sections  1,  3,  5,  and  7 give  slices  in  the  X(say)  direction  through  the 
two-dimensional  MTF,  and  sections  2,  4,  6,  and  8 give  slices  in  the  Y direction.  The  rotation 
period  of  the  grating  disks  was  32  milliseconds  so  that  an  MTF  slice  (alternately  X and  Y)  Is  pro- 
duced every  4 milliseconds.  Fig.  2-4  shows  a timing  diagram  of  the  eiqjected  outputs. 

The  gratings  used  were  100-line-pair-pei>millimeter  blazed  transmission  gratings  generated 
by  an  epoxy  replication  process  by  Bausch  & Lomb.  They  were  blazed  so  as  to  give  equal  zero- 
and  first-order  transmissions  of  34  percent  at  4200  A,  and  to  have  especially  uniform  (<3  percent 
variation)  transmission  properties  with  an  f/64  focused  beam.  The  interfering  beams  results 
from  the  transmission  of  the  0,  1 and  1,  0 orders  and  therefore  the  product  of  the  zero-  and  first- 
order  efficiencies  is  the  important  parameter.  This  product  was  measured  to  be  ~0.1  and  was 
essentially  independent  of  wavelength. 

To  measure  the  noise  on  an  f/64  beam  transmitted  through  the  gratings  (either  zero-  or 
first-order)  a telecentric  scanning  system  using  an  oscillating  mirror,  a focused  HeNe  laser,  and 
a photomultiplier  was  set  up.  Fig.  2-5  shows  the  resulting  transmissions  of  sections  of  the 
accepted  gratings. 

2.4  ELECTRONIC  SYSTEM 

The  electronic  system  was  designed  to  provide  as  signal  outputs  on  separate  coaxial  cables 
the  X and  Y slices  of  the  MTF  and  the  PTF.  In  addition,  outputs  of  timing  pulses  (derived  from 
fiducial  marks  on  the  edges  of  the  grating  disks)  and  other  system  functional  values  such  as  image 
rotation  position  and  image  focus,  were  required.  The  details  of  the  original  electronics  has  been 
described,  together  with  circuit  diagrams  operating  and  maintenance  instructions,  in  an  earlier 
report.*  Changes  made  to  the  electronics  are  described  later  in  this  report.  The  basic  electronic 
processing  performed  to  provide  a particular  channel  (X  or  Y)  MTF  and  PTF  is  illustrated  in 
Fig.  2-6.  The  output  of  the  photomultiplier  (with  an  S20  photocathode)  is  transmitted  via  a video 
amplifier  to  a bandpass  filter  that  is  centered  at  the  carrier  frequency  of  approximately  370  kHz 
(governed  by  the  line  period  and  rotation  rate  of  the  gratings  and  position  of  the  focused  spots  on 
the  gratings).  The  output  of  the  bandpass  filter  is  transmitted  to  the  MTF  and  PTF  processing 
electronics.  The  MTF  is  formed  by  full-wave  rectification  of  the  ac  signal  followed  by  low  pass 
filtering  of  variable  bandwidth  to  act  as  envelope  detection.  The  PTF  circuitry  originally  in- 
cluded a phase  locked  loop,  the  low  pass  filtered  output  of  which  was  integrated  to  give  the  change 
of  phase  with  time.  This  system  had  limitations  for  low  signal-to-noise  ratio  signals  and  was 
later  modified  to  consist  of  a direct  ±7r  phase  measuring  circuit  using  the  ou^ut  of  a voltage  con- 
trolled oscillator  as  a reference.  This  circuit  is  described  in  more  detail  later  in  this  Report. 

2.5  SYSTEM  ANALYSIS 

2.5.1  Parametric  Analysis 

2. 5. 1.1  Timing 

The  length  of  time  occupied  by  each  OTF  output  is  a function  of  grating  rotation  period  T, 
grating  line  spacing  s,  input  beam  cone  angle  a,  and  optical  wavelength  X.  Fig.  2-7  illustrates 


*Itek  Corporation,  Real-Time  Atmosphere  Measurement  l^stem,  Itek  75-9505-1,  Operation  and 
Maintenance  Manual,  July  1975. 


Note:  Eight  gratings  equally  spaced.  Grating  lines  lie  at 
45  degrees  * 15  arc -minutes  to  a radius  from  the 
center  of  the  pilot  hole  taken  every  45  degrees. 


Fig.  2-3  — Grating  disks  with  eight  grating  sections 


Fig.  2-4  — Timing  of  orthogonal  MTF  (and  PTF)  outputs 


(a)  Zero-order  transmitted  f/64  cone,  X = 0.6328 


(b)  First-order  transmitted  f/64  cone,  X = 0.6328 


Fig.  2-5  — Transmitted  zero-order  and  first-order  beams  for  operational  gratings 
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the  geometry  of  the  diffracted  beams.  The  angular  velocity  of  the  gratings  = 2ir/T  radians  per 
second. 

From  Fig.  2-7,  it  is  apparent  that  the  angular  motion  of  each  grating  to  cause  the  beams 
to  go  from  zero  overly  on  one  side  to  zero  overlap  on  the  other  (giving  the  complete  OTF)  is  0 
radians.  From  the  diagram 

/3  = a/r 
also  a = Do 


r = De 


therefore 


3 = o/e 


Hence  the  time,  t,  for  the  OTF  * jr-  - 

Ztr 


^ T^  _ o 
2jr  ' d 

Now  6 = X/s,  therefore  t = Tos/27rX. 

For  the  actual  system  T = 3.2  x 10"*  second,  o = 1/64,  and  S = 10"®  meter. 

Using  X = 5 X 10"’  meter  we  obtain 

t = 1.59  X 10"®  second 

For  X = 6.328  x 10"®  meter 

T = 2.014  X 10"®  second 

2. 5.1.2  Carrier  Frequency 

The  frequency  of  the  modulation  caused  by  the  interference  of  the  beams  from  the  two 
gratings  may  be  calculated  by  consideration  of  Fig.  2-8,  showing  the  two  gratings  at  their  par- 
allel position  (zero  on  the  OTF  curve). 

The  tangential  velocity  of  each  grating  is  v given  by  v = ZttL/T  where  L is  the  distance  the 
optical  axis  of  the  system  is  separated  from  the  rotational  axis  of  the  gratings. 

The  component  of  velocity  in  the  direction  peipendicular  to  the  gratings  (at  an  angle  8)  is 
given  by  v cos  9.  Hence  the  Doppler  shifts  of  the  diffracted  beams  are 

V cos  9 

* 

s 


Hence  the  interference  frequency 


vt  * 


2v  cos  9 
8 


4irL 

TTsT 


(8  = 45") 
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With  L = 1.341  centimeters,  S = 10“*  centimeters  and  T = 3.2  x 10"*  second 
* 372  X 10*  Hz 

Because  of  the  rotation  of  the  grating,  the  frequency  changes  slightly  during  the  course  of 
the  OTF.  Corresponding  to  this  change  is  a systematic  phase  change  during  the  course  of  the  OTF 
ou^ut.  This  phase  variation  may  be  found  as  follows  (from  consideration  of  Fig.  2-8). 

From  the  full  overUq)  position  (grating  lines  parallel)  one  grating  rotates  an  angle  ip  in  one 
direction  and  the  other  rotates  ip  in  the  opposite  direction. 

The  two  D<^pler  frequency  shifts  then  become 
l”!  = V cos  (0  + lp)/s 
1^2  = V COS  (0  - Jp)/S 
Modulation  frequency 
v = V,  + 

= V cos  {0  + lp)/3  + COS  (0  - Ip) 

= 2v  (cos  0 cos  lp)/B 
= 2v  cos  fl/s  [1  — rp^/2] 

= Vo  [l-f/2] 

Thus  the  PMT  ac  ou^ut  I(t)  has  the  form 

I(t)  = cos  [2itVf  (1  - tp^/2)  t] 

= cos  [2irv^t  - iru^^/2  t] 

= cos  [27rVot  - 4)(t)] 

where  </)(t)  = vv^ip^t  represents  the  systematic  phase  function. 

Now  t = tpT/2ir,  where  T is  the  rotation  time.  Therefore 

♦(«)  - 

At  the  limit  of  the  OTF  = 0 /2  = Sa/2X  where  S is  the  grating  spacing  and  a is  the  cone 
angle  of  the  focused  beam.  Hence 

^ itS*a’T 
'<’“16^- 

With  = 372  X 10*  Hz,  S = 10  micrometers,  a = 1/64,  X = 0.6328  micrometers,  and  T = 32 
milliseconds,  then 

<P  = 11.2  radians 


2-11 


2.5.2  Signal-to-Noise  Ratio 


2. 5.2.1  MTF 

As  shown  above,  the  output  of  each  photodetector  during  an  OTF  scan  time  may  be  written  as 
I(t)  = lo  {1  + M(t)  cos  [u)t  + <;)(t)]} 

where  lo  represents  the  current  due  to  the  total  optical  flux  on  the  detector,  M(t)  is  the  MTF 
and  (p(t)  is  the  PTF.  The  quantum  noise  limited  signal-to-noise  ratio  will  therefore  be  given 
by  S/N  = M(Io/2eB)*^*  where  e is  the  charge  as  an  electron,  and  B is  the  system  bandwidth.  To 
find  the  expected  signal-to-noise  ratio  for  a star  source  of  particular  visual  magnitude  requires 
knowledge  of  the  source  spectral  distribution,  telescope  aperture,  system  transmission,  and 
sensor  spectral  response.  Now  by  definition*  the  illuminance  of  a 0 magnitude  star  (outside  the 
atmosphere  = 2.54  x 10"®  lumen/m"^. 

Also,  luminous  efficiency  of  the  sun  is  93.4  lumens  per  watt.  Hence  the  irradiance  Hg  of  a 
0 magnitude  (sun-like)  star  is  given  by 

Hg  = 2.54  X 10*V93.4  = 2.72  x 10‘*  wm‘^ 

A computer  program  (BLKBDY)  is  available  for  integration  of  spectral  rei^onses  to  black- 
body  radiation.  This  can  give  the  response  of  a photodetector  in  amperes  for  total  input  watts  for 
unfiltered  or  atmospherically  filtered  radiation.  This  has  been  exercised  for  an  RCA  C20  photo- 
cathodet  cut-off  at  0.4  and  0.7  micrometer  for  a 5,900  “IC  blackbody.  The  resulting  response,  j3, 
is  given  by 

0 = 16.1  X 10"^  amp  w"‘ 

Hence  for  a zero  magnitude  star,  Ig,  the  photocathode  current  is  given  by 

Ig  = 2.72  X 10"®  X 16.1  X 10"®  AxT^TxTg 

where  Aj  = telesccpe  area  = 2.0  square  meters 
Ty^  = atmospheric  transmission  = 0.7 
Tx  = telescope  transmission  to  RTAM  = 0.5 

Tg  = RTAM  transmission  = 0.076  (based  on  measured  optical  transmission  of  0.38  and 
average  efficiency  of  gratings) 

Hence  Ig  = 2.3  x 10**‘  ampere  (0  magnitude  star). 

The  equivalent  value  for  a first  magnitude  star  is 

Ig  = 9.3  X 10“*®  ampere  (first  magnitude  star) 

Using  a system  bandwidth  of  3 x 10®  Hz  and  the  electronic  charge  of  1.6  x 10~‘*  coulomb, 
we  then  obtain  the  signal-to-noise  ratio  for  the  zero  or  origin  of  the  MTF  curve. 


•Allen,  C.W.,  “Astrophysical  Quantities,”  3rd  ed,,  Athlone  Press,  1972. 

t“RCA  Electro-Optics  Handbook”,  Technical  Series  EOH-11,  RCA  Corporation,  1974. 
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S/N 


3.2 


9.3  X 10 

7W^ 


-12 


3 X 10* 


= 31 


This  represents  the  expected  signal-to-noise  ratio  for  a first  magnitude  star  for  the  MTF 
at  zero  spatial  frequency  (i.e.,  at  the  time  of  complete  piqiil  overlap).  The  value  of  the  short 
exposing  MTF  at  higher  spatial  frequencies  typically  has  values  of  0.06  or  less.  The  signal-to- 
noise  ratio  for  the  MTF  curves  in  this  range  will  therefore  be  less  than  2:1. 

2.5.2.2  MTF  Pedestal 

The  basic  processing  electronics  providing  the  MTF  curves  produces  in  situations  of  low 
signal-to-noise  ratio  a signal-dependent  offset  that  appears  on  the  MTF  curves  as  a pedestal. 

The  output  from  the  photodetectors  is  processed  to  give  the  MTF  as  indicated  in  Fig.  2-6  by 
passing  it  first  through  a bandpass  filter  (relatively  wide-band),  followed  by  full-wave  rectification, 
and  low-pass  filtering  the  result.  It  is  clear  that  even  with  no  signal  modulation  (zero  MTF  value) 
there  will  be  quantum  noise  fluctuations  on  the  output  of  the  bandpass  filter.  Full  wave  rectifica- 
tion and  low  pass  filtering  of  these  fluctuations  will  result  in  an  essentially  DC  pedestal  for  the 
MTF  curve.  The  offset  component  is  signal  (or  MTF)  dependent  however,  as  can  be  seen  from 
the  following  considerations. 

The  average  photocathode  current  Iq  provides  a quantum-noise  term  at  the  output  of  the 
bandpass  filter  whose  variance  (o^)  is  given  by 

= 2I(,eB 

where  B is  the  bandwidth  of  the  bandpass  filter.  This  noise  function,  y(t)  will  have  an  approximate 
Gaussian  probability  distribution,  P(y),  given  by 

P(y)  = (-y*/2o^) 

After  full  wave  rectification  the  function  y(t)  becomes  y'(t)  where  all  negative  values  of  y are 
made  positive.  The  distribution  of  y'  will  now  be  related  to  P(y)  by 

P(y»)  = 2P(y)  for  y»  a 0 


Thus 


2 exp  (-y*/2o*) 


The  result  of  low  pass  filtering  (or  integration)  of  y»(t)  will  then  be  to  produce  an  offset  value  O 
given  by 


o = 


J y»  P(y»)dy' 
0 


2 

° a(2v)‘^ 


J y»  exp  (-y»*/2o*)  dy» 
0 
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IT 


(7 


= 2(I,eBA)‘'* 

Now  consider  the  situation  when  the  MTF  is  not  zero  but  there  is  an  instantaneous  value  of  signal, 
S,  (representing  some  position  of  the  fluctuating  carrier  frequency  between  its  limits  of  Io(l  ± M). 
Now  it  is  only  those  noise  excursions  y(t)  that  exceed  S that  are  rectified  and  will  be  integrated 
to  give  the  offset  0(S).  Thus  we  obtain  (for  S either  positive  or  negative) 


0(S)  = J y'  exp  (-y»*/2o*)  dy» 

s 

2o*  exp  (-S*/2o*) 

" a(2jr)‘" 

» ejq)  (-S*/2o*) 

Now  the  value  S represents  only  an  Instantaneous  value  of  the  carrier  frequency  oscillation  (sinus- 
oidal) over  the  range  4(1  + M).  To  find  the  average  value  of  the  offset  for  a particular  value  of 
MTF,  M requires  that  0(S)  be  weighted  by  the  probability  of  S.  Now  we  can  write  S = M sin  wt 
where  w is  the  carrier  frequency.  Hence 


P(S)  = P(M  sin  wt) 


' 2ir  (M*  - £?)*'* 

Therefore  the  average  offset  (5  is  given  by 
^Io(l+M) 

'lo(l-M) 

.I((UM) 


0=  J 

lo 

. ; 


0(S)  P(S)  ds 


lo(l-M) 


(?)  m'  - 

a/2\‘«  f**^^^**^  exp(-^/2o*)  .. 

l(l-M) 


This  integral  has  not  been  e]q>Iicitly  evaluated.  From  considerations  of  how  O depends  on  modula- 
tion, it  is  clear  that  0 is  a minimum  for  M = 1.  Consequently  to  compare  for  a recorded  MTF  the 
measured  signal-to-noise  ratio  to  the  expected  signal-to-noise  ratio,  the  total  height  of  the  MTF 
at  zero  frequency  should  be  compared  to  the  nns  noise  riding  on  the  pedestaL  Neglecting  the 
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effects  of  photon  fluctuations  then,  the  full  wave  rectification  of  the  sinusoidal  signal  Ig  sin  wt 
will  provide  after  integration  or  envelope  detection  of  value  P given  by 


- f 

T J 


T/2 


Ig  sin  wt  dt 


where  T = 27r/w,  therefore 


f 


tt/w 


sin  ut  dt 


= r [-cosa)t]y‘^ 


Now  the  offset  O for  the  M = O was  shown  above  to  be  given  by 
1/2 


therefore 


P/O 


IT  2 \IgeB/ 

= 

yireB  f 


For  a first  magnitude  star  Ig  = 9.3  x 10"^*  ampere,  e3q)ected,  B is  the  bandwidth  of  the  bandpass 
filter  and  for  the  final  system,  B = 2 x 10®.  Hence 


/ 9.3  X 10~»  \ 

“ 1^11  X 1.6  X 10-”  X 2 X 10® ) 


in 


9.6 


This  is  consistent  with  values  actually  obtained. 


3.  BENCH  TESTS 


Prior  to  initial  installation  and  testing  of  the  RTAM  on  the  61-lnch  telescope  at  AMOS,  bench 
tests  were  carried  out  during  July  of  1976.  These  were  primarily  aimed  at  demonstrating  correct 
MTF  and  PTF  timii^,  and  expected  signal-to-noise  ratio.  Tests  of  signal-to-noise  ratio  were 
principally  carried  out  using  a helium-neon  laser.  Figs.  3-1  through  3-7  show  the  resulting  MTF 
traces  for  various  ii^ut  power  levels.  Measurements  of  signal-to-noise  ratios  are  made  for  the 
various  MTF  curves  and  the  values  compared  to  the  expected  theoretical  values  [based  on  the 
relationship  S/lf  = I/(2eB)‘^^,  where  I is  the  expected  photocathode  current,  e is  the  electric  charge, 
and  B is  the  system  bandwidth].  The  values  clearly  agree  closely  for  the  HeNe  input  over  the 
range  measured. 

Signal-to-noise  tests  were  also  carried  out  using  an  unfiltered  tungsten  source  focused  on  a 
pinhole,  and  collimated  as  input  to  the  RTAM.  These  tests  also  gave  S/N  values  close  to  the  expec- 
ted values.  However,  as  was  learned  later,  such  a dominantly  red  source  does  not  adequately 
simulate  a typical  star  white  li^t  source  and  chromatic  effects  occurred  within  the  system  to 
decrease  S/N  with  such  sources. 
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(a)  Bandwidth  20  kHz 

Calculated  S/N  473 : 1 
Actual  S/N  167:1 


(b)  Bandwidth  7.5  kHz 

Calculated  S/N  772  : 1 

Actual  S/N  >167:1 


Fig.  3-1  — Input  power  5.1  x 10'^  watt 


(a)  Bandwidth  20  kHz 

Calculated  S/N  293  : 1 
Actual  S/N  130 : 1 


(b)  Bandwidth  7.5  kHz 

Calculated  S/N  478 : 1 

Actual  S/N  >130:1 


Fig.  3-2  — Input  power  1.92  x 10"’  watt 
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(a)  Bandwidth  20  kHz 

Calculated  S/N  155:1 

Actual  S/N  100:1 


(b)  Bandwidth  7.5  kHz 

Calculated  S/N  253  : 1 

Actual  S/N  >100:1 


Fig.  3-3  — Input  power  5.5  x 10‘®  watt 


(a)  Bandwidth  20  kHz 

Calculated  S/N  98  : 1 

Actual  S/N  65:1 


(b)  Bandwidth  7.5  kHz 

Calculated  S/N  160:1 

Actual  S/N  >65:1 


Fig.  3-4  — Input  power  2.2  x 10“®  watt 
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(a)  Bandwidth  20  kHz 

Calculated  S/N  61 ; 1 

Actual  S/N  52  : 1 


(b)  Bandwidth  7.5  kHz 

Calcuiated  S/N  99  : 1 

Actual  S/N  > 52  : 1 


Fig.  3-5  — Input  power  2.3  x 10"’  watt 


(a)  Bandwidth  20  kHz  (b)  Bandwidth  7.5  kHz 

Calculated  S/N  32 : 1 Calculated  S/N  52:1 

Actual  S/N  28 : 1 Actual  S/N  47 : 1 


Fig.  3-6  — Input  power  2.3  x 10"’  watt 
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(a)  Bandwidth  20  kHz  (b)  Bandwidth  7.5  kHz 

Calculated  S/N  22 : 1 Calculated  S/N  36 : 1 

Actual  S/N  21 : 1 Actual  S/N  30 : 1 


Fig.  3-7  — Input  power  1.1  x 10"*  watt 


4.  INITIAL  INSTALLATION  AT  AMOS 


The  RTAM  was  packed  and  shipped  to  Maui  for  installation  and  test  during  the  two-week 
period  of  August  21  to  September  3,  1976.  After  initial  bench  tests  established  the  same  baseline 
performance  achieved  at  Itek,  the  system  was  mounted  and  aligned  on  the  atmospheric  seeing 
package  (ASP)  on  the  1.6-meter  telescope  during  the  night  of  August  24,  1976.  MTF  recordings 
made  over  subsequent  nights’  operations  using  bright  stars  as  inputs  brought  to  light  three 
particular  shortcomings  of  the  RTAM  as  configured  at  that  time; 

1.  Significantly  lower  signal-to-noise  ratios  were  observed  on  MTF  outputs  than  expected 
(factor  of  2 to  3). 

2.  The  PTF  outputs  became  random  when  the  MTF  value  drcps  to  zero. 

3.  The  system  field  of  view  was  very  small,  producing  large  variations  of  MTF  output  with 
small  telescope  misalignment. 

Examination  of  the  modulation  on  theoutput  of  a photodetector  showed  it  to  be  typically  about 
35  percent  for  a star  input  (Vega).  This  loss  in  modulation  (which  becomes  a direct  loss  in 
signal-to-noise  ratio)  was  attributed  to  chromatic  aberrations  in  the  lenses  imaging  one  grating 
onto  the  other.  An  attempt  was  made  using  substitute  lenses  (loaned  by  Avco  Corporation)  between 
the  gratings  to  Increase  the  modulation  and  therefore  the  signal-to-noise  ratio.  This  was  partially 
successful,  particularly  on  a single  channel  yielding  a modulation  of  appoximately  80  percent  and 
a signal-to-noise  ratio  at  the  MTF  zero  spatial  frequency  on  Vega  near  the  expected  value  (30;  1). 
However,  the  introduction  of  the  substitute  lenses  was  found  to  reduce  the  system  field  of  view  to 
an  unacceptable  value  (approximately  1 arc-second).  This  field  of  view  reduction  occurred  because 
of  vignetting  effects  caused  by  the  shorter  focal  length  of  the  substitute  lenses.  It  was  determined 
that  to  solve  the  field  of  view  and  chromatic  problems  simultaneously,  a careful  redesign  of  the 
optical  train  between  the  two  gratings  was  required. 

The  phase  transfer  function  was  obtained  by  using  a phase  locked  loop  to  detect  the  change 
of  frequency  as  a function  of  time,  and  integrating  this  change  to  give  an  instantaneous  phase 
value.  This  method  is  perfectly  adequate  provided  the  MTF  signal-to-noise  ratio  remains  above 
some  threshold.  When  the  signal-to-noise  ratio  drops  below  this  value  (for  long  enough)  the  phase 
lock  loop  goes  out  of  lock  and  random  phase  values  are  recorded  thereafter.  Because  the  MTF 
for  a real  atmosphere  drops  to  zero  throughout  the  spatial  frequency  spectrum,  giving  a zero 
signal-to-noise  ratio  at  those  points,  this  random  phase  output  was  found  to  occur.  Analysis  of 
the  phase  locked  loop  parameters  indicated  that  for  a signal-to-noise  ratio  at  more  than  2 the 
loop  would  go  out  of  lock. 

Oscilloscope  recordings  of  MTF’s  and  PTF's  taken  during  the  preliminary  installation 
period  have  been  included  in  the  Avco  report.* 


* Miller,  M.G.,  and  Zieski,  P.L.  Turbulence  Environment  Characterization,  Interim  Technical 
Report,  Contract  F30602-76-0054  (Avco  Everett  Research  Laboratory)  RADC  Technical  Report 
RADC-TR-77-70  (Mar  1977) , A038632, 
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5.  MODIFICATTONS  TO  RTAM 


Subsequent  to  the  initial  tests  at  AMOS,  the  RTAM  was  returned  to  Itek  and  some  optical 
and  electronic  modifications  were  made  to  the  equipment.  The  principal  limitation  on  operational 
performance  was  found  to  be  a restricted  field  of  view  and  lack  of  achromatism.  In  addition,  it 
was  felt  that  the  phase  output  of  the  system  would  not  give  satisfactory  or  dependable  results  for 
low  signal- to- noise  ratios,  or  after  the  MTF  drops  to  zero.  The  following  describes  the  modifi- 
cations that  were  introduced  in  an  effort  to  overcome  these  deficiencies. 

5.1  OPTICAL 

The  optical  train  from  the  star  image  position  to  one  of  the  detectors  for  the  original  system 
is  shown  schematically  in  Fig.  5-1.  (The  mirrors  are  excluded  for  clarity).  The  solid  line  shows 
the  principal  ray  of  the  cone  for  the  on-axis  image  (only  the  zero-order  between  the  gratings  is 
shown,  the  first-order  rays  run  parallel  to,  but  displaced  from,  the  zero-order  rays,  between  the 
two  lenses  between  the  gratings).  The  dotted  line  shows  the  principal  ray  for  the  star  image  on  an 
off-axis  position.  Because  of  the  lack  of  telecentricity  between  the  lens  combinations  LI  and  L2, 

L3  and  L4,  it  is  clear  that  for  an  off-axis  image  position  the  rays  rapidly  deviate  from  the  q}tical 
axis  in  the  neighborhood  of  lens  L4  and  more  particularly  in  the  neighborhood  of  lens  L5,  which 
gathers  the  interfering  orders  onto  a photodetector.  Vignetting  occurred  at  these  positions.  Which 
lens  was  the  limiting  aperture  depended  to  some  extent  on  which  MTF  slice  was  involved,  and  the 
direction  of  the  off-axis  movement.  The  substitute  lenses,  L3  and  L4,  gave  superior  chromatic 
performance  but  the  vignetting  effect  became  even  more  serious  since  these  lenses  had  a focal 
length  of  60  millimeters  as  opposed  to  the  original  80  millimeters.  The  vignetting  effects  were 
reduced  and  the  fie  id  of  view  was  extended  by  using  alternate  lenses  with  modified  separations  to 
provide  the  telecentric  arrangement  shown  in  Pig.  5-lb.  With  this  arrangement  the  rays  never 
stray  very  far  from  the  optical  axis.  In  addition,  the  alternate  lenses  chosen  for  L3  and  L4,  which 
provide  the  imaging  between  the  gratings  were  also  selected  for  minimum  chromatic  aberration. 

To  ease  optical  alignment  of  the  system,  the  mounting  arrangements  for  the  lenses  and  the  K- 
mlrrors  between  the  gratings  were  also  modified. 

Another  optical  modification  made  was  in  the  region  between  the  second  grating  and  the 
photomultipliers.  In  the  original  system  the  X and  Y diffracted  beams  were  directed  to  alternate 
detectors  by  means  of  two  mirrors.  This  arrangement  also  introduced  vignetting  in  off-axis  field 
positions  therefore  it  was  decided  to  image  both  X and  Y beams  onto  a single  detector  and  electroni- 
cally switch  between  the  two  channels  as  will  be  described. 

5.2  ELECTRONIC  MODIFICATIONS 

A number  of  circuit  changes  have  taken  place  in  the  RTAM  system  since  the  publication  of 
the  RTAM  Operation  and  Maintenance  Manual  dated  July  1975.  These  changes  are  as  follows: 
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lOOmm  114mm 


125mm  150mm 


Fig.  5>1  — Original  and  final  optical  layouts  of  RTAM 
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1.  One  photomultiplier  tube  (PMT)  detector  is  employed  to  detect  both  the  X and  the  Y 
optical  transfer  function  (OTF)  Instead  of  a separate  PMT  detector  for  X and  Y OTF’s.  There 
are  two  primary  reasons  for  employing  one  common  PMT  detector  for  detecting  both  X and  Y 
OTF’s.  The  first  is  that  the  optical  design  for  directing/centering  the  X and  Y first-orders 
from  the  second  grating  onto  a single  PMT  photocathode  is  easier.  The  second  is  that  any  gain 
and  sensitivity  differences  between  two  separate  PMT  detectors  is  eliminated  by  using  a single 
PMT  detector. 

2.  The  phase  detector  used  for  obtaining  the  phase  transfer  function  was  completely 
redesigned.  The  reason  for  this  redesign  was  to  prevent  the  loss  of  the  PTF  information  under 
certain  conditions.  If,  during  the  OTF  measurement  the  MTF  went  to  zero,  the  phase  information 
would  also  be  lost  (as  would  be  expected)  however,  the  phase  information  became  indeterminate 
from  that  point  on  regardless  of  what  the  MTF  response  did.  The  new  phase  detector  is  designed 
to  recover  its  phase  information  when  the  MTF  recovered. 

3.  The  timing  that  is  derived  from  the  outer  periphery  of  the  second  grating  was  changed 
to  accommodate  the  use  of  a single  PMT  detector  to  detect  both  the  X and  Y OTF’s.  The  implica- 
tion is  that  the  signal  processing  channel  has  to  be  demultiplexed  in  order  to  separate  and  identify 
X information  from  Y information. 

4.  Demultiplexing  circuitry  was  added  in  order  to  direct  X and  Y MTF /PTF  data  to  their 
respective  coaxial  driver/lines. 

5.  The  automatic  gain  control  (AGC)  of  the  PMT  was  defeated  and  a manual  PMT  gain  control 
potentiometer  was  mounted  on  the  control  console  front  panel.  The  reason  for  this  change  is  that 
the  optimum  gain  of  the  PMT  is  better  controlled  manually  for  an  optimum  signal-to-noise  ratio. 

RTAM  Signal  Processing  Diagram  (Fig.  5-2) 

The  PMT  detects  both  X and  Y OTF  Information  that  is  amplified  by  the  video  amplifier. 

As  can  be  seen,  the  operator  can  vary  the  PMT  gain  via  the  potentiometer  located  on  the  control 
console.  Care  should  be  taken  not  to  increase  the  PMT  gain  to  a point  where  the  MTF/PTF 
information  is  saturated,  thus  giving  less  than  optimum  results.  This  can  be  guarded  against  by 
viewing  the  MTF/PTF  available  at  the  control  console  via  an  oscilloscope.  The  video  amplifier 
output  signal  is  further  amplified  selectively  by  the  bandpass  filter,  whose  center  frequency  is 
centered  around  the  grating  frequency  of  370kHz.  The  bandpass  filter  output  signal  is  then  sent 
to  both  the  MTF  and  PTF  electronics.  The  MTF  electronics  has  not  been  changed  and  is  described 
in  the  RTAM  Operation  and  Maintenance  Manual.  The  only  portion  that  is  different  is  the  addition 
of  an  MTF/PTF  demultiplexer  (see  Fig.  5-3).  A dual  demultiplexer  is  used,  the  first  part  is  used 
for  demultiplexing  X and  Y MTF  data,  whereas  the  second  part  of  the  demultiplexer  is  used  for 
selecting  either  X or  Y PTF  data.  The  selection  of  X or  Y data  is  determined  by  the  code  received 
on  the  Ao/A|  control  lead.  A low  signal  (0  volts)  selects  X MTF  and  X PTF,  whereas  a high  signal 
(■t-5  volts)  selects  Y MTF  and  Y PTF.  The  output  signals  of  the  demultiplexers  are  buffered  and 
sent  to  their  respective  coaxial  drivers.  The  coaxial  driver  functions  are  specified  in  the  RTAM 
Operation  and  Maintenance  Manual. 

The  PTF  electronics,  or  phase  detector,  has  been  changed  and  is  shown  in  detail  in  Fig.  5-4. 
The  two  signals  to  be  compared  are  the  detected  signals  during  X or  Y MTF  and  the  preset  signal 
of  the  voltage  controlled  oscillator  (VCO).  The  latter  signal  frequency  can  be  changed  by  the 
operator  at  the  control  console.  The  proper  phase  detection  requirement  for  these  two  signals  is 
that  their  frequencies  be  identical. 

The  function  of  comparators  Ai  and  is  to  convert  low  level  signals  to  logic  level  signals. 
The  phase  detector  shown  in  Fig.  5-4  is  a ± 180-degree  phase  detector.  The  D inputs  of  each  of 
these  edge-triggered  flip-flops  are  hard  wired  to  -fS  volts.  The  clocks  inputs,  T serve  as  the 
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Fig.  5-3  — MTf/PTF  demultiplexer 


inputs  to  these  flop-flops  or  edge-triggered  phase  detector,  where  the  information  (+5  volts)  at 
the  D Inputs  appears  at  the  Q output  of  each  flip-flop  for  each  positive  clock  transition  at  the  T 
inputs. 

The  positive  transition  of  A1-7  output  signal  transfers  the  D input’s  hard-wired  1 to  the 
ou4>ut,  which  causes  Qi  to  go  high  and  removes  the  inhibit  from  CLj.  ^ is  high  during  this  period 
and  remains  high  until  a positive  transition  is  received  from  comparator  A2-7,  at  which  time  Qi  is 
reset  to  0.  The  width  of  the  pulse  at  Qj  is  directly  proportional  to  the  phase  difference  between  the 
detected  signal  frequency  and  the  VCO  frequency.  This  pulse  is  integrated  by  Qj  and  £^-amp  A3 
to  produce  an  output  voltage  that  is  proportional  to  the  pulse  width  of  the  phase  detected  signal. 

The  lower  two  flip-flops  work  exactly  the  same  as  the  top  two,  but  for  the  second  half  of  the 
period  of  the  measured  signal.  The  offset  adjust  located  at  the  bottom  right  of  Fig.  5-4  is  adjusted 
such  that  the  op-amp  output  is  exactly  OV  for  the  condition  of  zero  phase  difference  between  the 
two  signal  frequencies.  The  gain  of  the  op-amp  is  then  adjusted  for  -lOV  and  + lOV  for  + 180- 
degree  phase  and  -180-degree  phase  shift  respectively.  The  output  of  the  phase  detector  then 
is  Inputted  into  a selectable  low-pass  filter  as  explained  in  the  RTAM  Operation  and  Maintenance 
ManuaL  The  PTF  demultiplexer  works  in  the  same  manner  as  explained  for  the  X or  Y MTF 
units,  where  the  X and  Y PTF  information  is  sent  to  its  prefer  coaxial  line  driver. 

The  system  timing  generator  (Fig.  5-5)  determines  when  the  demultiplexer  outputs  X or  Y 
data.  As  described  in  the  RTAM  Operation  and  Maintenance  Manual,  the  system  timing  consists 
of  detecting  when  X gratings  (or  Y gratings)  are  about  to  overlap  each  other.  This  is  done  by 
ppaqulng  the  periphery  of  the  second  rorating  grating  at  each  X subaperture,  therefore,  the  LED- 
detector  pair  is  energized  and  produces  a positive  going  pulse  to  pin  1 of  the  comparators  (shown 
in  Fig.  5-5)  each  time  the  X shear  has  increased  to  100  percent  shear  (minimum  MTF)  from  a 
0 percent  shear  (maximum  MTF)  condition.  At  this  trailing  edge  of  each  X MTF  response,  the 
comparator  is  pulsed  and  starts  the  delay  monostable  multivibrator,  the  trailing  edge  of  the  delay 
monostable  starts  a 4-millisecond  monostable.  The  purpose  of  the  delay  monostable  is  to  delay 
the  start  of  the  4-millisecond  monostable  such  that  the  4-millisecond  gate  is  centered  about  the 
X MTF  period.  On  the  rotating  glass  substrate  there  are  a total  of  8 gratings  ( 4 X and  4 Y) 
equally  ^aced  around  the  glass  substrate.  The  rotation  rate  of  the  glass  substrate  is  31.25 
revolutions  per  second  or  32  milliseconds  per  revolution,  hence  4 milliseconds  is  alloted  for 
each  X or  Y MTF/PTF.  The  4-millisecond  gate  is  inverted  by  the  NAND  gate  shown  in  Fig.  5-4 
and  is  the  code  for  demultiplexing  X MTF/PTF  data.  In  the  following  4-millisecond  period  the 
NAND  gate  output  is  high  (+  5 volts),  this  is  the  code  for  demultiplexing  Y MTF/PTF  data. 
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6.  FINAL  INSTALLATION  AT  AMOS 


On  completion  of  the  optical  and  electronic  modifications  described  above,  the  RTAM  was 
reshipped  to  Maui  for  installation  tests  during  the  period  of  24  to  28  January  1977.  The  detailed 
results  of  these  tests  together  with  photographic  records  of  RTAM  outputs  are  documented.* 

The  modifications  that  had  been  made  to  the  system  were  designed  principally  to  improve 
signal-to-noise  for  white  light  sources,  and  to  increase  field  of  view.  As  a result  of  the  tests  it 
was  determined  that  provided  the  system  is  optimized  for  single  channel  operation,  a signal-to- 
noise  ratio  close  to  the  expected  value  is  obtained  for  the  zero  of  the  MTF.  For  example,  ratio 
of  signal  to  rms  noise  of  >20 ; 1 is  observed  for  the  MTF’s  on  page  65  of  the  above-mentioned 
reference.  The  expected  value  for  first  magnitude  star  is  30 : 1.  The  optimized  measured  photo- 
multiplier signal  modulation  for  a single  channel  was  greater  than  85  percent.  The  signal-to- 
noise  ratio  reduced  significantly  (signal  modulation  less  than  60  percent)  when  both  channels 
were  equalized.  Initially  it  had  been  thought  that  chromatic  aberration  was  responsible  for  this 
modulation  loss,  and  this  assumption  led  to  the  introduction  of  lenses  of  superior  chromatic 
performance.  It  was  discovered  in  the  course  of  the  tests,  however,  that  the  cause  of  reduced 
system  performance  with  broadband  sources  was  due  to  residual  spherical  aberration  in  the 
lenses  rather  than  to  chromatic  aberrations.  The  spherical  aberration  results  in  the  optical 
path  through  the  lenses  being  different  for  different  wavelengths  diffracted  by  the  gratings. 

This  in  turn  gives  reduced  modulation  in  the  detector  output  as  the  ac  signals  for  the  different 
wavelengths  vary  in  phase.  The  effect  of  the  residual  spherical  aberration  could  be  minimized 
for  one  channel  at  a time  by  arranging  the  optics  so  that  the  first-order  and  zero-order  beams 
passed  symmetrically  through  the  imaging  lenses  (between  the  gratings)  with  respect  to  the  optical 
axis.  This  could  not  be  accomplished  simultaneously  for  both  X and  Y OTF  slices  due  to  the 
geometry  of  the  diffracted  beams. 

The  modifications  to  the  optical  train  did  improve  the  field  of  view  of  the  system  to  approxi- 
mately :fc4  arc-seconds  for  single  channel  (^ration. 


* ^filler,  M.G.,  et  al..  Turbulence  Environment  Characterization,  Interim  Technical  Report, 
Contract  F30602-76-C-0054  (Avco  Everett  Research  Laboratory),  RAOC  Technical  Report,  RADC- 
TR-r7-232,  (July  1977). 
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